Construction of an electrode for intraoperative nerve stimulation.
The electrode described in this paper consist of a barrel or handle with its conducting cable and a detachable stimulating tip. It is constructed of inexpensive and commercially available materials and is disposable. During the course of a stimulation study, electrode tips of different lengths or curvatures may be substituted without the need to replace the electrode barrel and cable.